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Zoll AED Trainer Upgrade 
Instructions
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Remove lid Push in tabs for battery pack 

cover.  Remove cover.

Remove batteries from the unit.

CAUTIONS:

�‡Do not perform operations with power on the unit.

�‡Use of a grounding strap when handling the PCB and removing the chips is 

necessary.

�‡Use of a PLLC extraction tool (available at RadioShack- Model 276-2101) is recommended for 

chip removal.

�‡Replace screws by hand and be careful not to over tighten the screws.


